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EMR  Test  Facilities: 

Evaluation  of  a Small  Reverberating  Chamber 
Located  at  RADC,  Griffiss  AFB , New  York 
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J ohn  M . Ladbury 
Bill  F.  Riddle 
Ezra  B.  Larsen 


Electromagnetic  Fields  Division 
National  Institute  of  Standards  and  Technology 
Boulder,  Colorado  80303 


This  report  describes  measurement  procedures  and  results  from 
evaluating  a small  reverberating  chamber  located  at  Rome  Air 
Development  Center  (RADC),  Rome,  New  York.  The  chamber  was  developed 
for  measuring  and  analyzing  the  electromagnetic 
susceptibility/vulnerability  (EMS/V)  of  weapon  systems  and  the  radio 
frequency  (rf)  shielding  effectiveness  of  enclosures  and  materials.  A 
brief  description  of  the  facility  is  given,  including  instrumentation 
for  its  evaluation  and  calibration  by  the  National  Institute  of 
Standards  and  Technology  (NIST) . Work  was  done  earlier  at  NIST  to 
evaluate  the  RADC  large  reverberating  chamber.  A follow-on  project  to 
construct  and  evaluate  a small  chamber  is  discussed  in  this  report. 
Measurements  include:  (1)  voltage  standing  wave  ratio  (VSWR)  of  the 
transmitting  and  receiving  antennas;  (2)  coupling  efficiency  of  the 
chamber;  (3)  effectiveness  of  the  chamber  tuner;  (4)  E- field  uniformity 
in  the  test  zone;  (5)  calibration  of  test  E-fields  based  on  receiving 
antenna  power  measurements  and  calibrated  dipole  probe  voltage 
measurements;  (6)  responses  of  standard  equipment  under  test  (EUT)  to 
test  fields  in  the  RADC  reverberating  chamber  and  the  NIST  anechoic 
chamber;  and  (7)  performance  of  the  reverberating  chamber  excited  by  rf 
pulses  at  ten  frequencies  from  0.9  to  18  GHz,  four  pulse  widths  from 
0.1  to  3 /is , and  for  two  values  of  chamber  Q.  Conclusions  are  that  the 
chamber  can  be  used  at  frequencies  down  to  500  MHz  for  cw  testing,  and 
for  pulsed  rf  immunity  testing  with  pulse  widths  as  short  as  0.3  /is. 
Estimates  of  measurement  uncertainties  are  given. 

Key  words  : electromagnetic  radiated  susceptibility/vulnerability 
testing  ; pulsed  rf  measurements  ; reverberating  chamber  . 
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1.  Introduction 


The  use  of  a reverberating  chamber  for  performing  EMS/V  measurements  is 
relatively  new.  Considerable  work  has  been  done  to  evaluate  and  document 
methods  for  using  this  technique  [1-3].  Research  work  has  also  been  done  at 
the  National  Institute  of  Standards  and  Technology  (NIST)  to  evaluate, 
develop,  describe,  and  document  the  methodology  for  performing  radiated 
susceptibility/vulnerability  (EMS/V)  measurements  using  a reverberating 
chamber.  This  effort  is  described  in  an  NIST  publication  [4]  and  an  IEEE 
Proceedings  paper  [5].  In  addition,  work  was  performed  to  determine  the 
feasibility  of  using  such  a chamber  for  pulsed  rf  immunity  testing  [6,7]. 
Finally  a project  for  the  present  sponsor  covered  the  evaluation  of  a large 
reverberating  chamber  (9.78  m x 5.18  m x 3.69  m) . This  work  is  summarized 
in  an  interagency  report  sent  to  the  sponsor  in  December  1987  [8].  The 
measurements  described  in  that  report  are  similar  to  those  discussed  in  the 
present  report,  which  pertains  to  a small  chamber  (1.75  m x 1.41  m x 1.57 
m) , based  on  the  sponsor's  guideline.  Both  the  "large"  and  "small" 
reverberating  chambers  are  now  located  at  Griffiss  Air  Force  Base  (AFB) , but 
the  data  for  the  small  chamber  were  taken  by  NIST  personnel  while  the 
chamber  was  at  its  original  location  at  NIST  in  Boulder,  Colorado. 

The  incentive  for  performing  this  work  stems  from  numerous  advantages 
suggested  for  the  use  of  a reverberating  chamber.  These  include: 

1.  Electrical  isolation  from  or  to  the  external  environment; 

2.  Convenience  (indoor  test  facility)  compared  with  an  open  field  test 

site ; 

3.  Ability  to  generate  high  level  fields  over  a large  test  volume  with 

relatively  small  power; 

4.  Broad  frequency  coverage; 

5.  Cost  effectiveness; 

6.  Potential  use  for  both  radiated  susceptibility  and  emission  testing 

with  minor  instrumentation  changes; 

7.  No  requirement  of  physical  rotations  of  the  equipment  under  test 

(EUT);  and 

8.  Security. 

These  advantages  are  somewhat  offset  by  limitations,  which  include  loss 
of  polarization  and  directivity  information  relative  to  the  EMC/EMI  profile 
of  the  EUT,  and  limited  measurement  accuracy.  However,  this  technique  does 
offer  a time-efficient,  cost-effective  way  to  evaluate  the  EMS/V  performance 
of  large  equipment  using  an  existing  shielded  enclosure  with  minor 
modifications.  The  measurement  concept  utilizes  the  shielded,  high-Q, 
multimoded  environment  to  obtain  time-averaged  field  strengths  that  simulate 
"real  world"  near- field  environments.  Also,  it  is  sometimes  the  only 
technique  by  which  high  exposure  fields  can  be  generated  safely  to  perform 
EM  susceptibility  tests  required  by  the  Department  of  Defense  for  some  of 
their  applications. 

These  considerations,  along  with  others,  motivated  RADC  to  invest  in 
the  research  and  development  of  this  methodology.  They  then  constructed  and 
Pi  aced  into  operation  two  reverberating  chamber  facilities,  one  of  which  is 
described  in  this  report. 

Measurements  described  in  this  report  were  performed  between  January 
and  May,  1989. 
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2.  Description  of  the  RADC  Small  Reverberating  Chamber  and  NIST  Evaluation 
Systems 

The  RADC  small  reverberating  chamber  is  a rectangular  shielded 
enclosure  1.75  m x 1.41  m x 1.57  m (5.75  ft  x 4.625  ft  x 5.15  ft)  in  size, 
constructed  from  sheet  aluminum  welded  together  at  the  edges.  Cross 
sectional  views  of  the  chamber  are  shown  in  figure  2.1.  It  is  equipped  with 
two  bulkhead  access  panels  and  an  access  door  located  at  the  end  of  the 
chamber.  The  chamber  is  also  equipped  with  a tuner  shown  in  figure  2.2 
consisting  of  a rectangular  blade  about  1 m in  cross  section.  The  tuner  is 
rotated  in  a step-wise  fashion  under  computer  control. 

The  locations  and  orientations  of  the  chamber's  excitation 
(transmitting)  and  reference  (receiving)  antennas  are  shown  in  figure  2.2. 
The  antennas  are  placed  so  as  to  be  cross  polarized  or  in  the  corners  of  the 
chamber  and  oriented  toward  the  corners  to  ensure  that  the  transmitted 
signal  couples  into  all  possible  modes  and  to  monitor  the  reference  received 
signal  from  all  possible  modes  as  efficiently  and  uniformly  as  possible. 
This  must  be  done  without  favoring  particular  modes  or  transmitting  directly 
into  the  chamber's  test  zone,  or  coupling  the  signal  directly  between  the 
transmitting  and  receiving  antennas.  This  is  necessary  to  obtain  a 
statistically  uniform,  spatial  distribution  of  the  field  in  the  chamber's 
test  zone.  Photographs  of  six  different  views  of  the  chamber  are  shown  in 
figure  2.3.  Captions  are  given  for  each  photograph  describing  the 
particular  view. 

Figure  2.4  is  a photograph  of  the  NIST  equipment  used  to  perform  the 
chamber  evaluations.  Figure  2.5  is  a block  diagram  of  the  NIST  system  used 
for  the  cw  evaluation  measurements  and  figure  2.6  is  the  block  diagram  of 
the  NIST  system  used  for  the  pulsed  rf  evaluation  measurements  of  the 
chamber.  A test  field  is  established  inside  the  chamber  by  means  of  an  rf 
source  (cw  or  pulsed,  depending  on  the  tests  being  performed)  connected  to 
the  appropriate  transmitting  antenna.  The  term  "cw"  used  here  stands  for 
continuous  wave  and  refers  to  a single -frequency  sinusoidal  signal,  and  the 
term  "pulsed  rf"  refers  to  pulse-modulated  cw  with  characteristics  similar 
to  a pulsed  radar  signal.  Modes  excited  inside  the  chamber  are  stirred  by 
rotating  the  tuner,  which  functions  as  a field-perturbing  device. 

The  test  zone  in  the  chamber  is  defined  as  the  total  volume  minus  a 
minimum  separation  from  the  walls  and  ceiling  of  approximately  30  cm. 
Placement  of  the  equipment  under  test  (EUT)  should  fall  within  this  volume 
except,  possibly,  relative  to  the  floor.  The  separation  distance  between 
the  EUT  and  the  floor  may  be  less  than  30  cm  depending  upon  the  intended  EUT 
configuration  relative  to  the  ground  plane.  Test  leads  and  cables  are 
routed  to  appropriate  monitors,  etc.,  outside  the  chamber  through  shielded 
feed-through  connectors.  Coaxial  cables  are  used  for  rf  signals,  and  high 
resistance  lines  are  used  for  dc  signals.  This  is  done  to  prevent  leakage  of 
the  EM  energy  to  the  outside  environment  or  into  the  instrumentation  room. 
To  minimize  impedance  mismatching,  a 10 -dB  attenuator  was  used  whenever 
possible  between  the  receiving  antenna  and  the  5 0 - Q power  sensor  or  spectrum 
analyzer . 

The  chamber  was  evaluated  using  two  different  operational  approaches 
referred  to  as  mode-tuned  and  mode-stirred  [4].  For  the  mode-tuned  tests, 
the  tuner  is  stepped  in  uniform  increments  and  measurements  are  made  at  each 
tuner  position  of  the  net  input  power  supplied  to  the  transmitting  antenna, 
the  receiving  antenna  power,  the  field-measuring  probe  responses  and  the 
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equipment  under  test  (EUT)  response.  Corrections  are  then  made  for  the 
changes  in  the  transmitting  antenna's  input  impedance  as  a function  of  tuner 
position  and  frequency.  The  measurement  results  are  then  normalized  to  a 
constant  net  input  power  value.  The  number  of  tuner  steps  used  per 
revolution  was  200  (increments  of  1.8  degree). 

For  the  mode -stirred  tests,  the  tuner  was  continuously  rotated  while 
sampling  the  reference  antenna  received  power,  the  field  probe  response  and 
the  EUT  response  at  rates  much  faster  than  the  tuner  revolution  rate.  These 
measurements  were  made  using  a spectrum  analyzer  (cw  tests) , or  transient 
digitizer  (pulsed  rf  tests)  with  diode  detectors  and  "smart"  voltmeters 
capable  of  data  storage  and  calculation  of  statistical  functions.  Large 
data  samples  (up  to  9,999)  are  obtained  for  a single  tuner  revolution. 
Tuner  revolution  rates  are  adjusted  to  meet  the  EUT  output  monitor,  diode 
probe  response  time,  and  sampling  rate  requirements  of  the  instrumentation. 
Typical  rates  used  were  approximately  3 to  6 minutes  per  revolution.  For 
mode-stirred  tests,  the  input  power  was  measured  only  at  the  beginning  of 
each  measurement  cycle.  For  the  cw  tests,  as  shown  in  figure  2.5,  a 
calibrated  bidirectional  coupler  was  used  at  the  input  to  the  transmitting 
antenna  to  measure  the  net  input  power.  For  the  pulsed  rf  tests,  only  the 
incident  signal  was  measured  as  shown  in  figure  2.6.  Details  of  how  the 
measurement  cycles  proceed  under  computer  control,  and  how  the  data  are 
recorded,  managed,  and  processed  for  presentation,  are  contained  in  [4,8]. 

The  transmitting  and  reference  receiving  antennas  used  for  the  cw  tests 
were  long  wire  antennas  (0.2  - 1.0  GHz),  and  broadband  horn  antennas  (0.8  - 
18.0  GHz) . 

For  the  pulsed  rf  tests,  the  mode- tuned  approach  was  used  to  optimize 
absolute  measurement  accuracy,  to  obtain  complete  statistical  information 
for  evaluating  the  time  domain  response  characteristics  of  the  reference 
antenna's  received  signal,  and  to  determine  total  energy  content  in  the 
received  pulse  relative  to  the  normalized  energy  in  the  transmitted  pulse. 
The  mode-stirred  approach  was  used  for  relative  measurements,  with  the 
digitizing  oscilloscope  placed  in  its  maximum-hold  mode  of  operation.  This 
approach  is  much  faster  than  the  mode -tuned  approach  and  results  in  much 
larger  data  sampling  than  the  mode -tuned  approach;  however,  it  does  not 
provide  complete  statistical  results,  since  only  maximum  values  are 
recorded.  The  approach  used  was  determined  by  the  final  results  needed.  In 
some  cases  both  approaches  were  used,  and  the  results  are  given  for 
comparison.  The  mode- tuned  approach  was  required  for  complete  statistical 
data  and  total  energy  ( transmitted-versus-received)  analysis.  The  mode- 
stirred  approach  was  used  to  analyze  relative  information  such  as  charge  and 
decay  time  and  to  determine  test  field  amplitude  correction  factors  for 
input  rf  pulse  widths  too  short  for  the  chamber  to  charge  up  to  its  steady 
state  or  cw  response  value.  The  digitizing  oscilloscope  used  is  capable  of 
measuring  signals  with  rise  times  of  approximately  30  ps , at  a sampling  rate 
of  50  kHz,  with  sample  sizes  up  to  1024  per  scan. 
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3 . CW  Evaluation  of  the  RADC  Small  Reverberating  Chamber 

How  well  a shielded  enclosure  can  be  made  to  operate  as  a reverberating 
chamber  depends  upon  a number  of  considerations.  The  major  requirement  is 
that  the  enclosure  be  large  compared  to  the  wavelength  of  the  lowest 
frequency  intended  for  use  so  that  sufficient  modes,  necessary  to  obtain 
statistical  spatial  field  uniformity,  exist.  Other  considerations  include 
mode  density  and  quality  factor  [9].  These  requirements  should  be  fulfilled 
for  the  RADC  chamber  described  above  at  frequencies  above  approximately  500 
MHz. 

3.1  Antenna  Coupling  Efficiency  and  VSWR 

The  efficiency  with  which  energy  can  be  injected  into  or  coupled  out  of 
the  chamber  via  the  transmitting  and  receiving  antennas  is  determined  by: 
(a)  the  VSWR  of  the  antennas  (that  is,  the  impedance  match  between  the  rf 
source  and  the  transmitting  antenna  or  between  the  receiving  antenna  and  its 
output  detector) , and  (b)  the  ability  of  the  antennas  to  couple  energy  into 
or  out  of  the  particular  modes  that  exist  at  the  test  frequencies  of 
interest.  Rotating  the  tuner  changes  the  characteristics  of  the  field 
inside  the  chamber,  which  in  turn  influences  the  effective  VSWR  of  the 
antennas.  Hence  the  net  input  power  supplied  to  the  chamber's  transmitting 
antenna  and  the  power  accepted  by  the  receiving  antenna  vary  as  a function 
of  tuner  position.  That  is,  the  impedance  match  between  the  rf  source  and 
transmitting  antenna,  and  between  the  receiving  antenna  and  its  termination, 
affect  the  power  transfer  between  the  two  antennas.  This  can  result  in 
errors  in  determining  the  amplitude  of  the  field  inside  the  enclosure. 

Variations,  determined  statistically,  in  the  VSWR  of  the  two 
transmitting  antennas  used  to  excite  the  RADC  small  chamber  are  shown  in 
figure  3.1.  The  receiving  antenna's  VSWRs  should  be  similar.  The  figures 
show  the  maximum,  average,  and  minimum  VSWR  obtained  by  rotating  the  tuner 
through  a complete  revolution  at  frequencies  from  200  MHz  to  18  GHz  (long 
wire  antennas)  and  from  800  MHz  to  18  GHz  (broadband  horn  antennas) . Large 
variations  and  high  values  of  VSWR  exist,  especially  at  the  lower 
frequencies.  At  higher  frequencies  the  variations  become  less  and  the  VSWR 
values  are  lower,  approaching  the  free -space  VSWR  of  the  antennas. 

The  coupling  efficiency  of  the  antennas  placed  inside  the  chamber  is 
defined  as  the  ratio  of  the  net  input  power  delivered  to  the  transmitting 
antenna  to  the  power  available  into  a 50 -Q  matched  impedance  at  the 
terminals  of  the  receiving  antenna.  These  ratios  (insertion  loss) , referred 
to  as  chamber  loss,  are  given  in  figure  3.2.  The  curves  show:  (a)  the 
average  and  minimum  losses  measured  for  the  mode -tuned  approach  when  using  a 
pair  of  long  wire  antennas,  and  (b)  the  average  and  minimum  losses  using  a 
pair  of  broadband  ridged-waveguide  rectangular  horn  antennas.  Impedance 
mismatch  between  the  receiving  antenna  and  power  detector  used  to  measure 
the  received  power  are  not  accounted  for  in  these  measurements.  The 
magnitude  of  the  error  resulting  from  this  is  discussed  in  [4,8]  and 
included  in  tables  4.1  and  4.2. 
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3.2  Chamber  Quality  Factor 


The  chamber's  quality  factor  (Q)  influences  the  operation  of  the 
chamber  in  a number  of  ways.  Examples  are  tuner  effectiveness,  rf  input 
power  requirements  and  the  accuracy  with  which  test  field  levels  can  be 
established  inside  the  chamber.  Another  important  factor  is  the  time 
required  for  the  chamber  to  charge  up  to  a steady- state  condition  after  the 
input  pulsed  signal  is  applied.  This  influences  the  chamber's  response 
characteristics  for  pulsed  rf  testing,  as  will  be  discussed  later. 

From  resonant  cavity  theory  the  chamber's  "composite  Q" , (^) , can  be 
determined  [9]  from  the  equation 
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where  V is  the  volume  inside  the  chamber  in  m , S is  the  internal  surface 

2 1/2 

area  in  m , and  8 ^ = [2 /(uyza)]  is  the  skin  depth  in  m,  A is  the 

wavelength  in  m,  and  a,  b,  and  c are  the  chamber's  internal  dimensions  in  m. 


The  chamber's  composite  Q is  determined  by  averaging  the  1/Q  values  of 
all  possible  modes  within  a small  frequency  interval  about  the  frequency  of 
interest.  Equation  (1)  is  considered  a maximum  or  upper  bound  because  it 
assumes  the  chamber  losses  are  due  only  to  finite  wall  conductivity.  In 
reality,  'other  factors  such  as  rf  energy  leakage  from  the  chamber,  loss  in 
antenna  support  structures,  and  loss  in  the  chamber  wall  coatings  also 
contribute  to  the  total  losses. 

An  alternative  means  of  determining  the  chamber  Q is  to  measure  the 
insertion  loss  between  a transmitting  and  receiving  antenna  pair.  If  the  rf 
energy  is  uniformly  distributed  throughout  the  volume  of  the  reverberating 
chamber,  an  empirical  value  of  Q can  be  obtained  [10]  from  the  equation 


Q'  = 16 
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where  is  the  power  available  at  the  receiving  antenna  in  W and  P^_  is  the 

net  input  power  delivered  to  the  transmitting  antenna  in  W. 

Results  obtained  using  (1)  to  calculate  the  composite  Q and  by  using 
the  chamber  loss  data  shown  in  figure  3.2  together  with  (2)  to  calculate  the 
experimental  Q are  shown  in  figure  3.3.  Figure  3.3  (a)  gives  the 
theoretical  Q and  experimental  Q for  the  RADC  small  chamber,  and  figure  3.3 
(b)  shows  the  ratio  of  theoretical  to  experimental  Q.  At  the  higher 
frequencies  the  ratio  approaches  a value  roughly  equal  to  2.  This  indicates 
that  at  frequencies  where  (1)  and  (2)  are  valid,  there  are  relatively  small 
losses  other  than  loss  in  the  chamber  walls. 
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3.3  Tuner  Effectiveness 


A consideration  in  the  operation  of  a reverberating  chamber  is  the 
effectiveness  of  the  tuner  to  obtain  randomness  in  the  distribution  of  the 
test  signal  inside  the  chamber.  To  achieve  this  the  tuner  must  be 
electrically  large  and  be  shaped  or  oriented  to  distribute  energy  equally 
into  all  possible  chamber  modes.  A test  to  determine  how  well  the  tuner  is 
functioning  is  to  measure  the  ratio  of  the  maximum  to  minimum  power  in  the 
receiving  antenna  as  a function  of  tuner  position.  This  is  done  while 
maintaining  a constant  net  input  power  to  the  transmitting  antenna.  A large 
power  ratio  indicates  that  the  tuner  is  effective  in  redistributing  the 
scattered  fields  inside  the  chamber. 

Measurement  results  for  the  RADC  small  chamber  are  given  in  figure  3.4. 
Figure  3.4  (a)  gives  the  ratio  of  maximum  to  minimum  received  power  using 
the  long  wire  antennas  over  the  frequency  range  0.2  to  18  GHz.  Figure  3.4 
(b)  gives  the  same  type  of  data  using  broadband  horns  over  the  frequency 
range  0.8  to  18  GHz.  A number  of  factors  related  to  the  design  of  the  tuner 
can  influence  the  magnitude  of  this  ratio.  Also,  a reduction  in  this  ratio 
caused  by  placing  rf  absorber  and/or  an  EUT  inside  the  chamber  is  a measure 
of  the  loading  effect.  A minimum  ratio  of  20  dB  is  recommended  to  assure 
proper  operation  of  the  chamber  [4].  As  seen  in  figures  3.4  (a)  and  (b) , a 
tuner  effectiveness  greater  than  20  dB  was  achieved  for  the  RADC  small 
chamber  at  all  frequencies  for  both  types  of  antennas. 

3.4  Test  Zone  E-Field  Uniformity 

Tests  were  made  to  determine  the  E- field  uniformity  in  the  chamber  as 
a function  of  spatial  position  and  frequency,  again,  using  both  long-wire 
and  broadband  horn  antennas.  Ten  small  NIST  isotropic  probes  [11,12,13] 
designed  to  operate  at  frequencies  up  to  2 GHz  were  placed  at  various 
locations  inside  the  chamber  as  shown  in  figure  2.2.  Each  probe  has  three 
orthogonally  oriented  dipoles  which  are  aligned  with  the  three  axes  of  the 
chamber,  namely  transverse  (Ex),  longitudinal  (Ey) , and  vertical  (Ez) . 
Measurements  were  made  of  the  field  strength  of  each  orthogonal  component  at 
the  ten  locations  for  each  tuner  position  (200  steps  of  1.8  degree  for 
frequencies  200  - 1000  MHz  and  400  steps  of  0.9  degree  for  frequencies  1.0  - 
2.0  GHz).  These  data  were  normalized  for  a net  input  power  of  1 W applied 
at  the  input  terminals  of  the  transmitting  antennas . The  maximum  and 
average  values  for  each  field  component  and  the  "total  magnitude"  (root-sum- 
squared  or  RSS  value  of  the  three  components)  were  then  determined  from  the 
complete  data  sets.  The  results  of  these  measurements  are  shown  in  figures 

3.5  and  3.6.  The  spread  in  the  data  shows  the  amount  of  spatia^L  field 
variation  inside  the  chamber  at  the  indicated  frequencies.  The  field 
strength  in  the  graphs  of  figure  3.5  drops  significantly  at  frequencies 
below  0.5  GHz.  This  is  due  to  the  decrease  in  efficiency  of  the  long  wire 
transmitting  antenna  used  and  to  the  lower  number  of  modes  available  in  the 
chamber.  The  chamber  appears  to  be  operating  properly  at  frequencies  down 
to  at  least  500  MHz,  but  with  rather  large  spatial  variations  at  the  lower 
frequencies.  The  spatial  variations  at  selected  frequencies  are  summarized 
in  Table  3.1.  The  average  values,  determined  statistically  from  all  ten 
locations,  for  the  average  and  maximum  E-fields  of  each  component  and  their 
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composite  total  are  summarized  in  figures  3.7  and  3.8.  The  relative 
amplitudes  of  the  field  components  of  each  figure  are  approximately  the 
same.  The  composite  total  of  the  average  E- field  components  in  figures  3.7 
(b)  and  3.8  (b)  are  approximately  4.8  dB  or  the  ratio  of  J 3 greater  than 
the  individual  components.  This  indicates  that  the  average  component  values 
are  randomly  polarized  in  the  chamber.  The  composite  total  maximum 
amplitudes  in  figures  3.7  (a)  and  3.8  (a),  however,  are  only  about  3 dB 
greater  than  the  individual  components.  This  indicates  that  the  maximum 
components'  values  are  not  completely  independant  of  each  other.  This  is 
similar  to  the  results  obtained  in  the  RADC  large  reverberating  chamber  and 
in  the  NIST  reverberating  chamber  and  appears  to  be  inherent  in  the 
measurement  method.  The  implication  is  that  if  multiple  receptors  are  used 
(for  example  an  isotropic  probe  whose  output  is  a function  of  all  three 
orthogonal  dipoles)  in  establishing  the  test  field  amplitude  inside  a 
reverberating  chamber,  the  results  will  be  biased  either  3 dB  for  maximum 
response  data  or  4.8  dB  for  average  response  data. 

A comparison  of  figures  3.7  and  3.8  indicates  slightly  higher  E- field 
amplitudes  in  the  chamber  when  using  broadband  transmitting  antennas,  as 
compared  with  long  wire  antennas  for  the  same  input  power.  This  is  because 
of  the  horn's  higher  efficiency.  As  mentioned  earlier,  the  E-field 
amplitude  in  the  chamber  is  influenced  by  the  chamber  Q.  Inserting  the  10 
probes  into  the  chamber  with  their  lossy  transmission  lines  lowers  the 
chamber  Q and  hence  the  field  strength  in  the  chamber  compared  to  the  field 
strength  that  would  be  present  without  the  loading  effect  of  the  multi-probe 
system. 

3.5  E-Field  Amplitude  Calibration 

The  field  strength  in  the  chamber  can  be  determined  in  two  ways.  The 
first  technique  is  to  measure  the  power  received  by  the  reference  antennas, 
and  then  determine  the  equivalent  power  density  in  the  enclosure  using  the 
equation  [4] 


where  E is  the  equivalent  electric  field  in  V/m,  rj  is  the  average  wave 

cl 

2 

impedance  of  the  chamber  in  Q,  is  the  equivalent  power  density  in  W/m  , 

in  the  enclosure,  A is  the  wavelength  in  m,  and  is  the  average  measured 

received  power  in  W.  The  average  wave  impedance  is  assumed  to  be 
approximately  equal  to  1207T  Q.  The  validity  of  (3)  has  been  verified  and  is 
discussed  in  section  2.3.1  of  [4].  The  maximum  and  average  electric  field 
strengths  inside  the  chamber  determined  from  the  receiving  antenna  power 
measurements  and  (3)  are  shown  in  figures  3.9  and  3.10.  These  data  were 
normalized  to  0.1  W net  input  power  to  the  transmitting  antenna. 
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The  electric  field  strength  inside  the  chamber  can  also  be  determined 
by  measuring  it  with  one  or  more  calibrated  probes.  Data  obtained  using  a 
1-cm  dipole  probe  fabricated  at  NIST  are  also  shown  on  figures  3.9  and  3.10. 
The  probe  was  calibrated  in  a planar  field  using  a TEM  cell  [14]  at 
frequencies  up  to  500  MHz  and  in  an  anechoic  chamber  at  frequencies  from  500 
MHz  to  18  GHz  [15].  The  assumption  is  made  that  the  field  strength  over  the 
aperture  of  the  probe  inside  the  reverberating  chamber  will  approximate  the 
planar  field  used  to  calibrate  the  probe.  This  is  reasonable,  at  least  at 
frequencies  for  which  the  probe  is  electrically  small.  Also,  the  open- space 
far-field  gain  of  an  electrically  small  dipole  is  small  (1.76  dB) . Thus, 
the  probe -measured  fields  should  be  equivalent,  within  approximately  1.76 
dB,  to  the  E- fields  determined  using  a receiving  antenna.  This  is  true  if 
the  equivalent  gains  for  the  probe  and  receiving  antenna,  after  being  placed 
inside  the  chamber,  are  assumed  to  be  0 dB.  The  agreements  shown  in  figures 
3.9  and  3.10  are  typical  of  those  observed  in  the  data  when  determining 
field  strengths  inside  reverberating  chambers. 

3.6  Comparison  of  Data  for  the  RADC  Small  Reverberating  Chamber  with  the 
NIST  Anechoic  Chamber 

Comparisons  of  the  response  or  EMS/V  characteristics  of  EUT  obtained 
using  an  anechoic  chamber,  with  those  obtained  using  a reverberating 
chamber,  are  typically  made  in  terms  of  maximum  (peak)  values.  The  main 
reason  for  this  is  that  the  EUT's  worst-case  performance  or  susceptibility 
is  typically  the  desired  quantity.  Also,  it  is  very  difficult  to  obtain  a 
true  average  response  for  an  EUT  from  anechoic  chamber  data.  Even 
determining  the  EUT's  peak  response  in  an  anechoic  chamber  (depending  upon 
how  well  behaved  the  EUT  receiving  pattern  characteristic  is) 
requiresconsiderable  effort  and  may  involve  complete  pattern  measurements. 

The  benefit  of  making  the  above  type  of  comparison  is  to  obtain  a 
"correlation  factor"  between  results  obtained  in  the  reverberating  chamber 
and  in  an  anechoic  chamber.  This  should  first  be  done  for  reference 
standard  EUTs  and  then  for  an  EUT  which  is  more  typical  of  operational 
equipment.  For  this  effort,  two  reference  EUTs  were  used.  These  were:  (a) 
a 1 cm  dipole  probe  referred  to  earlier,  and  (b)  a small  broadband  horn 
antenna  similar  to  what  is  used  at  frequencies  from  0.8  to  18  GHz  as  the 
transmitting  and  receiving  antennas  in  the  chamber.  The  measurements  were 
performed  in  both  the  RADC  small  reverberating  chamber  and  in  the  NIST  4.9  m 
x 6.7  mx  8.5  m anechoic  chamber  in  Boulder,  CO. 

The  maximum  response  values  obtained  using  the  1 cm  dipole  probe  are 
given  in  figure  3.11.  The  probe  response  in  the  anechoic  chamber  is  greater 
than  its  response  in  the  reverberating  chamber  by  an  average  of  about  2 dB . 
This  is  expected,  since  it  corresponds  approximately  to  the  free  space  gain 
of  an  electrically  short  dipole.  That  is,  the  expected  correction  factor 
between  the  EUT  EMS/V  response  measurements,  in  the  two  facilities,  is  the 
free -space  gain  of  the  EUT  [4] . 

Measurements  of  the  maximum  response  of  a broadband  horn  antenna 
obtained  using  the  two  chambers  are  shown  in  figure  3.12.  For  the  anechoic 
chamber  measurements,  the  horn  was  aligned  on  the  boresight  (main  beam)  of 
the  transmitting  antenna  to  obtain  the  maximum  response.  The  horn  response 
is  greater  in  the  anechoic  chamber  than  in  the  reverberating  chamber  by 
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approximately  its  free-space  gain.  This  is  shown  in  figure  3.13,  which 
compares  the  difference  in  the  horn's  maximum  response  in  the  two  chambers 
with  the  horn's  calibrated  free-space  gain.  As  expected,  the  results  are  in 
general  agreement. 

4.  CW  Measurement  Uncertainty  for  the  RADC  Small  Reverberating  Chamber 

4.1  Estimate  of  Uncertainty  for  Establishing  a CW  E-Field  Amplitude  in  the 

Chamber 

As  indicated  in  section  3,  EMS/V  test  fields  can  be  established  in  a 
reverberating  chamber  in  the  following  two  ways:  using  a reference  receiving 
antenna  or  using  a calibrated  transfer  probe.  If  a reference  receiving 
antenna  is  used,  the  field  strength  is  determined  using  eq.  (3).  If  an  E- 
field  probe  is  used,  the  field  strength  is  determined  in  terms  of  the  probe 
response,  after  its  calibration  in  a known  E-field.  Estimates  of  the 
uncertainties  in  these  methods  as  determined  for  the  RADC  small 
reverberating  chamber  are  summarized  in  tables  4.1  and  4.2  for  the  mode- 
tuned  and  mode-stirred  approaches,  respectively.  These  results  are  similar 
to  those  determined  for  both  the  NIST  and  RADC  large  reverberating  chambers, 
details  of  which  are  given  in  [4,8].  General  comments  given  in  section  5.1 
of  [8],  explaining  the  sources  of  uncertainty,  are  also  applicable  to  the 
RADC  small  chamber;  however,  the  lower  useful  frequencies  are  higher  because 
of  the  chamber's  smaller  size. 

4.2  Comments  on  CW  Measurement  Uncertainty 

Some  general  comments  on  interpreting  uncertainties  of  immunity 
measurements  are  given  as  follows: 

(a)  If  corrections  are  not  made  for  impedance  mismatch  of  the  transmitting 
or  receiving  antenna,  absolute  amplitude  measurements  of  the  test  field 
strength  inside  the  chamber  will  be  too  low.  This  will  cause  an  error  in 
determining  the  EUT  response,  which  will  also  be  too  low.  For  example,  the 
low  frequency  data  of  figures  3.9  and  3.10  for  the  field  determined  from  the 
received  power  measurements  should  be  corrected  (response  increased)  to 
account  for  the  impedance  mismatch  between  the  receiving  antenna  and  power 
detector . 

(b)  The  wave  impedance,  when  measuring  the  maximum  response  of  an  EUT, 
appears  to  be  higher  than  377  ft,  especially  for  frequencies  lower  than  2 
GHz.  This  means  that  if  a wave  impedance  of  377  ft  is  assumed  when 
determining  the  maximum  amplitude  of  an  exposure  field,  there  will  be  a 
systematic  error  resulting  in  too  low  a calculated  E-field  value.  Since  the 
actual  E- field  is  higher  than  the  calculated  value,  this  results  in  too  high 
an  EUT  response  indication  for  a specified  E- field  exposure.  If  the  field 
strength  is  determined  by  using  a calibrated  E-field  probe,  there  is  still 
some  uncertainty,  since  the  wave  impedance  is  different  in  the  probe 
calibration  environment  than  in  the  reverberating  chamber.  An  estimate  of 
this  error  is  included  in  tables  4.1  and  4.2. 
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(c)  The  spatial  variation  of  the  E-field  values  in  the  mode-tuned  chamber 
decreases  with  increasing  frequency  from  as  great  as  ± 7 dB  at  500  MHz  to 
less  than  ± 3 dB  at  2 GHz.  This  variation  is  expected  to  continue  to 
decrease  as  the  frequency  increases.  However,  other  variations  and 
uncertainties  were  found,  using  the  reference  standard  EUTs  (1  cm  dipole  and 
broadband  horn),  at  high  frequencies  where  the  spatial  E-field  variation  is 
small.  These  are  due  to  other  sources  of  error  as  shown  in  tables  4.1  and 
4.2.  One  technique  to  reduce  the  total  error  would  be  to  increase  the 
number  of  frequencies  at  which  data  are  taken,  or  increase  the  number  of 
receiving  probes  used  to  measure  the  exposure  field,  and  then  average  the 
data  taken. 

5.  Pulsed  Rf  Evaluation  of  the  RADC  small  Reverberating  Chamber 
5 . 1 Background 

Parameters  of  electromagnetic  interference  (EMI)  signals  that  can 
contribute  to  upset  in  electronic  equipment  include:  (a)  total  energy,  (b) 
peak  amplitude,  and  (c)  transient  time  characteristics.  All  these 
parameters  are  modified,  relative  to  free  space,  for  signals  transmitted 
inside  a reverberating  chamber.  Their  characterization  inside  a 
reverberating  chamber,  particularly  for  pulsed  rf  fields,  provides 
information  required  to  determine  correction  factors  as  a function  of  the 
input  pulse  parameters.  It  also  provides  insight  into  the  inherent 
limitations  associated  with  using  this  complex  environment  for  pulsed  rf 
EMS/V  testing.  Obviously,  these  factors  are  influenced  by  the  Q factor  of 
the  chamber,  since  the  time  required  for  the  pulsed  wave's  amplitude  to  rise 
to  its  steady- state  value  inside  the  chamber  and  to  decay  to  zero  after  the 
input  signal  is  removed,  is  a function  of  the  chamber's  Q.  These  "charge" 
and  "decay"  times  can  be  reduced  by  artificially  lowering  the  chamber's  Q, 
for  example,  by  inserting  small  amounts  of  rf  absorber.  However,  this 
reduces  the  accuracy  in  determining  the  test  field  amplitude.  Results  of 
work  to  evaluate  the  response  characteristics  of  the  chamber  when  excited  by 
pulsed  rf  of  various  pulse  widths  and  frequencies,  and  with  the  chamber 
loaded  with  a small  amount  of  absorber,  are  contained  in  this  section. 

Because  of  the  advantages  of  using  the  reverberating- chamber  method  for 
cw  EMS/V  pre-testing  of  an  EUT,  there  is  considerable  interest  in  using  this 
technique  also  for  pulsed  rf  EMS/V  testing.  Work  was  performed  earlier  at 
NIST  to  evaluate  the  RADC  large  reverberating  chamber  response  to  pulsed  rf 
excitation  [8].  The  results  of  similar  work  performed  for  the  RADC  small 
chamber  are  described  in  this  report. 

All  the  pulsed  rf  measurements  for  the  small  chamber  were  takeji  at  10 
different  frequencies  between  0.9  to  18  GHz.  Data  taken  for  the  mode -tuned 
approach  include  three  pulse  widths  of  3,  1,  and  0.3  /is . The  data  for  the 
mode -stirred  approach  include  four  pulse  widths  of  3,  1,  0.3  and  0.1  n s. 
Broadband  ridged-waveguide  horn  antennas  were  used  for  both  transmitting  and 
receiving  the  rf  pulses  in  the  chamber. 
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5.2  Evaluation  of  Pulsed  Rf  Measurements  in  the  Mode-Tuned  Chamber 

The  mode-tuned  measurement  approach  was  used  to  determine:  (a)  the 
chamber  loss  for  rf  pulse  excitation  compared  with  cw  excitation,  and  (b) 
the  ratio  of  the  received  pulse  amplitude  to  the  transmitted  pulse 
amplitude,  as  a function  of  time  after  the  input  pulse  is  turned  on. 
These  two  parameters  were  determined  for  the  chamber  empty  (no  absorber)  and 
with  the  chamber  loaded  with  1 piece  of  7.6  cm  x 61  cm  x 61  cm  (3"  x 24"  x 
24")  rf  absorber.  The  absorber  was  placed  in  the  center  of  the  chamber  on 
top  of  a 15  cm  high  platform  of  plastic  foam. 

Measurements  were  made  with  short  repetitive  rf  pulses  having  pulse 
widths  of  0.3,  1.0  and  3.0  ^s,  to  determine  the  ratio  of  energy  received  by 
the  chamber  receiving  antenna,  to  the  energy  supplied  to  the  transmitting 
antenna.  The  total  energy  was  determined  from  numerical  integration  of  the 
voltage  as  a function  of  time.  A sample  result  of  the  ratio  of  the  input 
pulse  energy  to  received  pulse  energy  (loss)  is  shown  on  figure  3.2  (b) . 
The  chamber  losses  for  cw  and  rf  pulses  are  equal  within  2 dB  at  all 
frequencies.  One  can  conclude  from  these  measurements  that  even  with 
significant  pulse  dispersion  as  a function  of  time,  as  seen  by  examining 
figure  5.1,  that  the  energy  associated  with  the  field  inside  the 
reverberating  chamber  is  approximately  the  same  for  cw  and  pulse  testing. 

Figure  5.1  shows  the  mode-tuned  received  pulse  measurements  for  3 pulse 
widths  and  2 Q factors.  These  graphs  give  an  indication  of  the  time 
required  for  the  chamber  to  charge  up  to  its  steady  state  amplitude,  and  to 
decay  to  zero  after  the  input  pulse  is  turned  on  and  off.  The  results  show 
the  dependence  on  frequency  and  chamber  Q.  Charge -up  time  is  the  time 
required  for  the  pulse  input  signal,  radiated  from  the  transmitting  antenna, 
to  complete  all  significant  multiple  reflections  inside  the  chamber.  Each 
graph  of  power  measurement  data  shows  two  curves:  one  for  the  average  value 
of  received  power  for  all  tuner  positions  (at  each  instant  of  time) , and  one 
for  the  maximum  value  of  received  power  (at  each  instant  of  time) . Curves 
have  been  added  to  the  maximum  curves  to  give  an  approximated  smooth  result. 

By  examining  the  curves  in  figure  5.1  at  the  selected  frequencies  and 
pulse  widths,  the  approximate  charge  or  decay  times  can  be  determined  for 
the  empty  (no  absorber)  chamber  and  for  the  chamber  loaded  with  the  one 
piece  of  rf  absorber.  The  data  extracted  from  the  curves  of  figure  5.1  are 
summarized  in  table  5.1.  Graphs  displaying  these  data  are  shown  in  figures 
5.2,  5.3,  and  5.4.  The  results  of  figures  5.2  and  5.3  are  given  in  terms  of 
the  time  required  for  the  received  signal  to  rise  to  63  % and  90  % of  the 
steady  state  amplitude.  The  steady- state  amplitude  is  achieved  if  the  pulse 
duration  is  sufficient  for  the  chamber  to  charge  up  to  100  % of  its 
amplitude  (approximately  the  cw  level) . Curves  drawn  in  are  the  estimated 
results  derived  from  curve  fitting  to  the  raw  data. 

If  the  transmitted  pulse  duration  is  not  longer  than  the  charge  time  of 
the  chamber,  an  error  will  result  in  establishing  a known  maximum  amplitude 
of  the  test  signal  in  the  chamber.  An  estimate  of  the  correction  factor  to 
apply  for  this  condition  can  be  found  by  determining  the  difference  (dB)  in 
the  calculated  ratio  of  the  received  signal  amplitude  to  the  transmitted 
signal  amplitude  as  a function  of  time  after  turning  on  the  transmitted 
pulse.  Figures  5.4  (a)  and  (b)  give  these  results  for  the  chamber  empty  and 
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with  1 piece  of  absorber.  Again,  smooth  curves  derived  from  an  estimated 
fit  of  the  raw  data  are  shown.  The  corrections  correspond  approximately 
with  the  ratio  of  the  received  signal  amplitude,  as  a function  of  time  after 
the  pulse  is  turned  on,  to  the  steady  state  amplitude.  Graphs  shown  in 
figures  5.4  (a)  and  (b)  are  for  pulse  durations  of  1 and  0.3  ns . The 
correction  factor  is  significantly  lower  for  the  chamber  loaded  with  rf 
absorber  (lower  Q factor).  Figures  5.4  (a)  and  (b)  are  used  to  correct  for 
field- strength  reductions  in  the  chamber  caused  by  insufficient  time 
duration  of  the  transmitted  pulses.  These  correction  factors  should  be 
verified  further  by  comparing  the  measured  responses  of  a well-characterized 
EUT  to  cw  fields  and  to  pulsed  rf  fields  of  varying  pulse  widths,  using  both 
anechoic  and  evaluated  (calibrated)  reverberating  chambers. 

5.3  Evaluation  of  Pulsed  RF  Measurements  in  the  Mode-Stirred  Chamber 

Measurements  were  also  made  using  the  mode- stirred  approach  with  the 
chamber.  Again,  as  in  the  mode -tuned  approach,  two  sets  of  data  were  taken, 
one  for  the  empty  chamber  ( high  Q)  and  the  other  for  the  chamber  loaded 
with  one  piece  of  rf  absorber.  Measurements  were  made  at  the  ten  different 
frequencies  from  0.9  to  18  GHz  but  with  four  input  pulse  widths,  0.1,  0.3, 
1,  and  3 ns • Results  of  these  measurements  are  given  in  figures  5.5  to  5.8. 
The  graphs  of  figure  5.5  show  oscilloscope  traces  for  the  selected 
frequencies  for  the  4 input  pulse  widths.  Each  graph  has  two  traces.  The 
upper  trace  is  an  envelope  of  the  input  pulses  applied  to  the  chamber 
transmitting  antenna;  that  is,  the  "painted"  envelope  derived  from  all  the 
input  pulses  during  one  complete  rotation  of  the  tuner.  The  signal  shown  is 
the  reduced  voltage  values  measured  on  the  side  arm  of  the  directional 
coupler  using  a calibrated  diode  detector  connected  to  one  channel  of  the 
digitizing  oscilloscope.  The  lower  trace  is  the  time-domain  envelope  of  the 
pulses  received  by  the  chamber's  reference  receiving  antenna  and  measured 
with  a second  calibrated  diode  detector  connected  to  the  second  channel  of 
the  digitizing  oscilloscope.  The  polarity  of  this  pulse  has  been  reversed 
to  separate  the  two  traces.  The  diode  detectors  have  built-in  50  U load 
resistors  for  impedance  matching  to  50  Q.  The  spread  in  the  top  trace 
(input  signal)  is  due  to  variations  in  signal  amplitude  caused  by  variations 
in  antenna  VSWR  (input  mismatch)  as  a function  of  tuner  position.  The 
magnitude  of  this  variation  is  frequency  dependent,  decreasing  as  the 
frequency  increases. 

The  approximate  risetimes  and  correction  factors  can  be  determined  from 
the  graphs  shown  in  figure  5.5.  These  results  are  summarized  in  table  5.2. 
Figures  5.6  and  5.7  give  the  time  required  for  the  signal  to  rise  to  63  % 
and  90  % of  the  steady  state  amplitude.  Smooth  curves  were  drawn  giving  the 
estimated  results  derived  from  a curve  fit  of  the  raw  data.  These  data  are 
similar  to  the  results  shown  in  figures  5.2  and  5.3.  Graphs  displaying  the 
correction  factors  for  field- strength  reductions  caused  by  insufficient  time 
duration  of  the  transmitted  pulses  are  shown  in  figure  5.8.  Again  these  are 
similar  to  figure  5.4,  determined  for  the  mode- tuned  case. 
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5.4  Comments  on  Pulsed  RF  Measurements 


Mode -tuned  data  are  generally  considered  to  be  more  accurate  than  mode- 
stirred  data  for  absolute  measurements  such  as  chamber  loss  and  test  field 
strength.  This  is  because  appropriate  corrections  can  be  made  for  impedance 
mismatch,  cable  loss,  coupler  coupling  factors  , etc..  The  more  complete 
data  acquisition  for  mode- tuned  operation  makes  it  possible  to  obtain 
maximum,  average  and  minimum  response  values,  whereas  only  the  maximum 
values  can  be  determined  from  the  mode -stirred  measurements.  Mode -tuned 
measurements  are  taken  for  each  of  the  (stopped)  tuner  positions,  and 
sampled  at  each  instant  of  time  during  the  pulse,  so  that  a maximum  value 
(or  minimum  or  average)  can  be  extracted  from  the  total  data  taken.  Each 
pulse  is  digitized  at  512  samples  in  time,  for  each  of  the  200  angular 
positions  of  the  tuner  during  a 360°  rotation.  Then  corrections  can  be  made 
to  each  measurement  for  cable  loss,  coupling  ratio  of  the  directional 
coupler,  attenuator  calibrations,  and  diode  detector  readings  according  to 
previous  calibration  of  power  response  versus  signal  frequency  and  indicated 
voltage  levels.  Mode- stirred  data  cannot  be  corrected  in  the  same  manner; 

hence,  representative  values  only  are  obtained.  However,  results  derived 
from  mode- stirred  data  usually  have  better  definition  and  are  believed  to  be 
more  accurate  for  determining  relative  parameters,  such  as  charge  time  and 
relative  amplitude  correction  factors.  This  is  because  large  data  sampling 
approaching  continuous  sampling  as  a function  of  tuner  position  is  possible, 
compared  to  the  limited  (200  tuner  position)  sampling  of  the  mode-tuned 
approach.  These  conclusions  are  particularly  apparent  when  comparing  figures 
5 . 4 and  5.8. 

It  was  observed  in  much  of  the  pulsed  rf  data  that  the  maximum  value  of 
field  strength  measured  as  a function  of  time  after  the  pulse  turn-on, 
appears  to  be  slightly  greater  than  the  steady-state  value.  It  is 
conjectured  that  this  "overshoot"  is  due  to  the  imperfect  (non- 
ins tantaneous)  leading  edge  of  the  pulse  produced  by  the  pin  diode  switch  in 
the  pulse  source.  The  overall  trend,  however,  is  for  the  shorter  pulses  to 
have  a smaller  value  of  peak  detected  voltage.  This  is  because  the  on-time 
is  not  sufficient  for  the  EM  energy  in  the  reverberating  chamber  to  reach 
its  steady- state  value.  Thus,  data  were  taken  for  a range  of  pulse 
durations  to  determine  the  correction  factor  to  be  applied  when  using  the 
chamber  to  take  EMS/V  data  for  very  short  radar- type  pulses. 

6.  Summary  and  Conclusions 

(a)  Spatial  variations  of  the  E- field  maximum  and  average  values  in  the 
test  volume  of  the  chamber  are  summarized  at  selected  discrete 
frequencies  in  table  3.1.  These  data  were  obtained  using  the  NIST 
multiprobe  system  and  the  mode -tuned  approach  with  200  tuner  increments 
per  revolution  at  frequencies  from  0.2  to  1 GHz,  and  400  tuner 
increments  at  frequencies  from  1 to  2 GHz.  The  limitation  for 

determining  the  spatial  E- field  variation  depends  on  the  increasing 
mode  density  and  hence  field  complexity  in  the  chamber  as  a function  of 
increasing  frequency.  At  higher  frequencies  the  sample  size  becomes 
insufficient  to  determine  the  maximum  value  with  sufficient  accuracy. 
The  spatial  E-field  variations  should  decrease  as  frequency  increases 
above  2 GHz  to  less  than  the  ± 3 dB  shown  at  2 GHz  in  the  table. 
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(b)  The  maximum  E- field  strength  established  inside  the  chamber  is  about  7- 
8 dB  greater  than  the  average  E- field.  This  is  consistent  with 
previous  results  obtained  for  other  reverberating  chambers  such  as  the 
RADC  large  chamber,  the  Naval  Surface  Weapons  Center  (NSWC) , Dahlgren, 
VA,  chambers  and  the  NIST  reverberating  chambers. 

(c)  Results  of  reference  standard  EUT  responses  determined  using  the  RADC 
small  reverberating  chamber  are  approximately  the  same  for  the  same  EUT 
at  the  same  field  levels  as  using  NSWC  and  NIST  reverberating  chambers. 

(d)  The  "correlation  factor"  between  free-space  (anechoic  chamber)  and 
reverberating  chamber  results  appears  to  be  the  free-space  (far- field) 
gain  of  the  EUT.  This  implies  that  susceptibility  criteria  determined 
for  an  EUT  using  a reverberating  chamber  must  include  an  additional 
factor  proportional  to  the  EUT's  open-field  estimated  gain  as  a 
function  of  frequency. 

(e)  Item  (d)  implies  that  the  directional  characteristics  of  an  antenna  or 
EUT  placed  inside  a reverberating  chamber  are  lost,  resulting  in  an 
equivalent  gain  of  unity  (0  dB)  in  this  complex  highly  reflective 
environment . 

(f)  If  a reverberating  chamber  is  used  for  pulsed  rf  EMS/V  testing,  and  the 
duration  of  the  input  pulses  to  the  chamber  is  shorter  than  the 
chamber's  charge  time,  an  error  will  result  in  establishing  a known 
maximum  amplitude  of  the  test  signal.  An  estimate  of  the  correction 
factors  to  apply  for  shorter  pulses  is  given  in  figures  5.4  and  5.8. 

(g)  The  use  of  rf  absorbing  material  inside  a reverberating  chamber 
significantly  reduces  the  Q and,  hence,  charge  time  of  the  chamber  and 
can  be  used  to  improve  the  fidelity  of  the  pulse  waveshape  of  the  test 
field  in  the  chamber.  However,  the  absorber  should  not  reduce  the  Q so 
much  that  the  reference  antenna  received  power  drops  more  than  6 dB , or 
the  tuner  effectiveness  is  reduced  to  less  than  20  dB. 

7.  Recommendations. 

(a)  The  practical  lower  frequency  limit  recommended  for  using  the  RADC 
small  reverberating  chamber  shown  in  figure  2.1  is  approximately  500 
MHz. 

(b)  The  mode- tuned  approach  is  recommended  for  use  at  frequencies  below  2 
GHz  if  absolute  levels  of  the  test  field  are  required.  The  mode- 
stirred  approach  is  recommended  for  use  at  frequencies  above  2 GHz  for 
absolute  measurements  or  at  all  frequencies  above  500  MHz  if  only 
relative  measurements  are  made. 

Based  upon  antenna  VSWR  and  EUT  response  data  obtained  from  the 
evaluation  measurements,  the  following  approaches  and  number  of  samples 
per  tuner(s)  revolution  are  suggested  for  performing  EMS/V  testing 
requiring  absolute  determination  of  test  field  amplitudes  for  EUT 
response  parameters. 
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Frequency  Range 
0.5-1  GHz 

1 - 2 GHz 

2 - 4 GHz 
4 - 18  GHz 


Method 
Mode -Tuned 
Mode -Tuned 
Mode-Stirred 
Mode-Stirred 


Number  of  Tuner 
Positions  or  Samples 


200 

400 

> 3000 

> 5000 


(c)  Antennas  for  transmitting  rf  energy  into  the  chamber  and  for  measuring 

the  test  E- field  amplitude  should  not  be  used  outside  their  specified 
frequency  range.  (For  example  the  0.8  to  18  GHz  ridged-horn  antennas 
should  not  be  used  outside  their  specified  band.) 

(d)  Additional  work  is  needed  to  verify  experimentally  the  correction 

factors  shown  in  tables  5.1  and  5.2  and  figures  5.4  and  5.8.  This 

could  be  accomplished  by  comparing  the  measured  responses  of  a well- 
characterized  EUT  to  cw  and  pulsed  rf  fields  as  a function  of 

frequency  and  pulse  durations,  using  both  an  anechoic  chamber  and  an 
evaluated/calibrated  reverberating  chamber. 
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BULKHEAD  FOR  TESTING  SHIELDING 
EFFECTIVENESS  OF  MATERIALS 


Figure  2.1  Two  isometric  sketches  of  the  RADC  small  reverberating  chamber. 
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BULKHEAD 
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TOP  VIEW 
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FEED  THROUGH 
CONNECTOR 


Figure  2.2  Cross  sectional  views  of  the  RADC  small  reverberating  chamber  showing 
placement  of  transmitting  and  receiving  antennas,  chamber  tuner  and 
isotropic  probes  for  measuring  spatial  E-field  uniformity. 
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' a ) Front  view  of  the  reverberating 

chamber  with  access  door  in  place. 


M 


(b)  Front  view  of  the  chamber  with 
access  door  removed. 


(c)  Rear  view  of  the  chamber  showing  ( d) 
the  tuner  motor  assembly. 


Top  view  showing  the  bulkhead  for 
shielding-effectiveness  measurement . 


(e)  View  inside  the  chamber  showing 

probes, long  wire  antenna, and  tuner. 


(f  ) Side  view  of  the  chamber  showing 
the  access  bulkhead. 


Figure  2.3  Six  photographs  of  the  RAJDC  small  reverberating  chamber. 
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Figure  2.4  Photograph  of  NIST  equipment  used  to  evaluate  the  RADC  small  chamber. 


TUNER  CONTROL 


22 


Figure  2.5  Block  diagram  of  instrumentation  used  in  cw  evaluation  of  the 
RADC  small  chamber  . 
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Figure  2.6  Block  diagram  of  instrumentation  used  in  pulsed  rf  evaluation  of  the 
RADC  small  chamber. 


Measured  VSWR  Measured  VSWR 


Frequency , GHz 

Figure  3.1  Measured  VSWR  of:  (a)  long  wire  antennas  (0.2  to  18  GHz),  and  (b) 

broadband  horn  antennas  (0.8  to  18  GHz),  transmitting  into  the  RADC 
small  chamber. 
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Coupling  efficiency ,dB  Coupling  ef f iciency ,dB 


Figure  3.2  Measured  coupling  efficiency  of:  (a)  long  wire  antennas  (0.2  to  18 

GHz),  and  (b)  broadband  horn  antennas  (0.8  to  18  GHz),  in  the  RADC 
small  chamber.  Losses  determined  in  (b)  are  from  cw  mode -tuned 
measurements  and  from  pulsed  rf  measurements. 
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Ratio,  theoretical  to  experimental  Q Chamber 


Frequency,  GHz 


Figure  3.3  (a)  Theoretical  and  experimental  Q of  the  RADC  small  chamber, 

and  (b)  ratio  of  theoretical  to  experimental  Q (0.4  to  18  GHz)  . 
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Tuner  effectiveness,  dB  Tuner  effectiveness,  dB 


Frequency , GHz  ^ 


Figure  3.4 


Measured  tuner  effectiveness  in  the  small  chamber  using:  (a) 
long  wire  antenna  (0.2  to  18  GHz),  and  (b)  broadband  horn 
antenna  (0.8  to  18  GHz) 
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Figure  3.5(a)  Spatial  distribution  of  E-field  components  in  the  small  chamber 
measured  with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  long  wire 
antennas  for  transmitting  and  receiving:  (a)  maximum  values,  and  (b) 

average  values.  Net  transmitted  power  — 1 W. 


(b)  Average  values 
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Figure  3.5(b)  Spatial  distribution  of  E-field  components  in  the  small  chamber 
measured  with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  long  wire 
antennas  for  transmitting  and  receiving:  (a)  maximum  values,  and  (b) 
average  values.  Net  transmitted  power  - 1 W. 


(a)  Maximum  values 

Vertical  component  Transverse  component 
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Figure  3.6(a)  Spatial  distribution  of  E-field  components  in  the  small  chamber 
measured  with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  broadband 
horn  antennas:  (a)  maximum,  and  (b)  average  values.  Net  transmitted 


(b)  Average  values 

Vertical  component  Transverse  component 
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Figure  3.6(b)  Spatial  distribution  of  E-field  components  in  the  small  chamber 
measured  with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  broadband 
horn  antennas:  (a)  maximum,  and  (b)  average  values.  Net  transmitted 


E-field,  dBV/m  E-field,  dBV/m 


(a) 


Figure  3.7  Average  values  of  E-field  components  in  the  small  chamber  measured 
with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  long  wire 
antennas:  (a)  average  of  the  10  maximum  values  for  each  component,  and 
(b)  average  of  the  10  average  values.  Net  transmitted  power  - 1 W. 
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Figure  3.8 


(b) 
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0.  S 
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1 . 1 
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1 . 7 


Frequency,  GHz 

Average  values  of  E- field  components  in  the  small  chamber  measured 
with  10  NIST  isotropic  probes  (5  cm  dipoles),  using  broadband  horn 
antennas:  (a)  average  of  the  10  maximum  values  for  each  component,  and 
(b)  average  of  the  10  average  values.  Net  transmitted  power  ■ 1 W, 
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Figure  3.9  Maximum  and  average  E- field  strengths  in  the  small  chamber  measured 
with:  (a)  1 cm  dipole  probe,  and  (b)  received  power  of  long  wire 

antenna.  Net  transmitted  power  - 0.1  W. 
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Figure  3.10  Maximum  and  average  E- field  strengths  in  the  small  chamber  measured 
with:  (a)  1 cm  dipole  probe,  and  (b)  received  power  of  broadband  horn 
antenna.  Net  transmitted  power  - 0.1  W. 
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Figure  3.11  Maximum  responses  of  NIST  1 era  dipole  probe  to  an  E- field  of  37  dBV/m 
using:  (a)  RADC  small  reverberating  chamber,  and  (b)  NIST  anechoic 
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Figure  3.13  Comparison  of:  (a)  free-space  gain  of  a broadband  horn  antenna,  with 
(b)  difference  in  maximum  responses  of  the  horn  measured  in  NIST 
anechoic  chamber  minus  RADC  small  reverberating  chamber. 
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Figure  5.1(a) 


Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 0 . 9 GHz % 
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Received  power,  mW  Received  power,  mW  Received  power,  mW 
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Using  1 piece  of  absorber. 


l lJ I L i i . j 

0 12  3 4 5 


Time,  ns 


r-lps 


r-3/iS 


r-l^s 


r-0 . 3/iS 


r-0 . 3jxs 


Figure  5.1(b) 


Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F = 1.3  GHz 
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Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 2.0  GHz. 
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Figure  5.1(c) 
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Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode-tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 2.9  GHz. 
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Figure  5.1(d) 
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Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode- tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F * 4 . 2 GHz. 
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Figure  5.1(e) 
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Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 5.65  GHz. 
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Figure  5.1(f) 
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Figure  5.1(g) 


Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode- tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 8 . 9 GHz. 
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Figure  5.1(h) 


Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 12  GHz. 
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No  absorber  in  chamber. 
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Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode -tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 16  GHz. 
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Figure  5 . 1 ( i) 
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Figure  5 . 1 ( j ) 


Maximum  and  average  values  of  received  rf  pulse  waveforms  in 
the  mode-tuned  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 18  GHz. 
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Figure  5.2  Graphs  of  data  from  figure  5.1  showing  the  time  required  for  3 ps  rf 
pulses  transmitted  into  the  mode -tuned  chamber  to  rise  to  63  % of  the 
steady  state  amplitude,  using:  (a)  no  absorber,  and  (b)  1 piece  of  7.6 
cm  x 61  cm  x 61  cm  rf  absorber. 
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Frequency,  GHz 

Figure  5.3  Graphs  of  data  from  figure  5.1  showing  the  time  required  for  3 ps  rf 
pulses  transmitted  into  the  mode -tuned  chamber  to  rise  to  90  % of  the 
steady  state  amplitude,  using:  (a)  no  absorber,  and  (b)  1 piece  of  7.6 
cm  x 61  cm  x 61  cm  rf  absorber. 
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Figure  5. A (a)  Graphs  of  correction  factors  for  response  ammplitude  of  rf  pulses  in 

the  mode -tuned  chamber  as  a function  of  frequency,  at  selected  pulse 
duration,  using:  (a)  no  absorber,  and  (b)  1 piece  of  7.6  cm  x 61  cm  x 
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Figure  5.4(b)  Graphs  of  correction  factors  for  response  ammplitude  of  rf  pulses  in 

the  mode -tuned  chamber  as  a function  of  frequency,  at  selected  pulse 
duration,  using:  (a)  no  absorber,  and  (b)  1 piece  of  7.6  cm  x 61  cm  x 
61  cm  rf  absorber. 


F « 0.9  GHz,  using  10  dB  pad 


No  absorber  in  chamber. 
r-3/is 


Time , pis 


Using  1 piece  of  absorber. 
r—3pis 


400 11 


0 2 4 6 8 10 

Time,  pis 


T-l/iS 


0 1 2 3 4 5 

Time,  pis 


r-l/is 


Time,  pis 


r—0 . 3ms 


Time,  pis 


0 1 2 3 4 5 

Time,  pis 


200 


r—0 . l^s 


ITT 

1 1 

i i 

4 

t 

| 

i 

i 

i 

--i — i — J 

4 

JU. 

i 

! j 

1 

r—0 . Ipis 


0 1 2 3 4 5 

Time,  pis 


Figure  5.5(a) 


Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 
stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 0.9  GHz. 
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Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 
Figure  5.5(b)  stirred  RADC  small  reverberating  chamber  using  no  rf 

absorber  (chamber  empty)  and  1 piece  of  absorber;  F — 1.3  GHz 
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Figure  5.5(c) 
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Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 
stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 2.0  GHz. 
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Figure  5.5(d) 


Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 
stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 2.9  GHz. 
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Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 
stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  f - 5.65  GHz. 
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Figure  5.5(g) 
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Figure  5.5(h)  Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 

stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 12  GHz. 
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Figure  5.5(i)  Maximum  values  of  received  rf  pulse  waveforms  in  the  mode- 

stirred  RADC  small  reverberating  chamber  using  no  rf 
absorber  (chamber  empty)  and  1 piece  of  absorber;  F - 16  GHz 
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Figure  5.6  Graphs  of  data  from  figure  5.5  showing  the  time  required  for  3 ns  rf 
pulses  transmitted  into  the  mode-stirred  chamber  to  rise  to  63  % of 
the  steady  state  amplitude,  using:  (a)  no  absorber,  and  (b)  1 piece  of 
7.6  cm  x 61  cm  x 61  cm  rf  absorber. 


Figure  5.7  Graphs  of  data  from  figure  5.5  showing  the  time  required  for  3 /is  rf 
pulses  transmitted  into  the  mode-stirred  chamber  to  rise  to  90  % of 
the  steady  state  amplitude,  using:  (a)  no  absorber,  and  (b)  1 piece  of 
7 . 6 cm  x 61  cm  x 61  cm  rf  absorber. 
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Figure  5.8(b)  1 piece  absorber 
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Figure  5.8(b)  Graphs  of  correction  factors  for  response  amplitude  of  rf  pulses  in 
the  mode- stirred  chamber  as  a function  of  frequency,  at  selected  pulse 
durations,  using:  (a)  no  absorber,  and  (b)  1 piece  of  7.6  cm  x 61  cm  x 
61  cm  rf  absorber. 


Table  3.1  Spatial  variation  of  the  cw  E-field  average  and  maximum 
values  measured  in  the  RADC  small  reverberating  chamber  , 


Frequency 

(GHz) 

Variation  in  E-field 


500 

1000 

1500 

2000 

< ± 7.0 

< ± 5.0 

< ± 4.0 

< ± 3.0 
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Table  4.1.  Summary  of  estimated  uncertainties  for  determining  the  cw 
field  strength  inside  the  mode -tuned  RADC  small 
reverberating  chamber  (0.5  to  2.0  GHz). 


Error  (dB) 


Source  of  Error 

0.5  GHz 
Ave . Max . 

1.0  GHz 
Ave . Max . 

1.5  GHz 
Ave . Max . 

2.0  GHz 
Ave . Max . 

la. Received  Power 
Cable  Loss 

±0.05 

±0.05 

± 0.05 

± 0.10 

Attenuator  Cal . 

± 0.10 

±0.10 

± 0.10 

±0.10 

Antenna  Efficiency 

±0.05 

± 0.05 

± 0.05 

± 0.10 

Pwr.  Meter  Cal. 

±0.20 

±0.20 

± 0.20 

± 0.20 

Sub  Total 

±0.40 

± 0.40 

± 0.40 

± 0.50 

Mismatch 

-3.0  -8.0 

-3.0  -8.0 

-2.0  -6.0 

-2.5  -6.0 

lb . E-Field  Meas , 
1-cm  dipole  probe 

2.  Sampling 


± 1.0 


Efficiency 
Spatial  Field  Var. 
Limited  Sample  Size 
(see  [4]) 

± 7 
±0.2 

.0 

±0.5 

± 5 
±0.3 

.0 

±1.0 

± 4 
±0.3 

.0 

±1.2 

± 3 
±0.3 

.0 

±1.5 

Sub  Total 

±7.2 

±7.5 

±5.3 

±6.0 

±4.3 

±5.2 

±3.3 

±4.5 

3.  Wave  Impedance 
(see  [4]) 

-2.0 

+2.0 

-2.0 

+6.0 

-2.0 

+2.0 

-2.0 

+4.5 

-2.0 

+2.0 

-2.0 

+3.5 

-2.0 

+2.0 

-2.0 

+3.0 

E-Field  Determined 
Bv  Receiving  Ant. 

Total  Worst 
Case  Error 

-12.6 

+9.6 

-17.9 

+13.9 

-10.7 

+7.7 

-16.4 

+10.9 

-8.7 

+6.7 

-13.6 

+9.1 

-8.3 

+5.8 

-13.0 

+8.0 

RSS  Error 

-8.1 

+7.5 

-11.5 

+9.6 

-6.4 

+5.7 

-10.2 

+7.5 

-5.2 

+4.8 

-8.2 

+6.3 

-4.6 

+3.9 

-6.4 

+5.4 

E-Field  Determined 
Bv  DiDole  Probe 

Total  Worst 
Case  Error 

-10.2 

+10.2 

-10.5 

+14.5 

-8.3 

+8.3 

-9.0 

+11.5 

-7.3 

+7.3 

-8.2 

+9.7 

-6.3 

+6.3 

-7.5 

+8.5 

RSS  Error 

-7.5 

+7.5 

-7.8 

+9.7 

-5.8 

+5.8 

-6.4 

+7.6 

-4.9 

+4.9 

-5.7 

+6.4 

-4.0 

+4.0 

-5.0 

+5.5 
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Table  4.2.  Summary  of  estimated  uncertainties  for  determining  the  cw 
field  strength  inside  the  mode-stirred  RADC  small 
reverberating  chamber  (2  to  18  GHz). 


Error  (dE) 


Source  of  Error 

2.0  GHz 
Ave . Max . 

4.0  GHz 
Ave . Max . 

8.0  GHz 
Ave . Max . 

12.0  GHz 
Ave . Max . 

18.0  GHz 
Ave . 

Max. la. Received  Power 

Cable  Loss  ± 0.10 

±0.10 

± 0.15 

± 0.15 

± 0.20 

Atten.  Calibration 

± 0.10 

± 0.15 

± 0.15 

± 0.20 

±0.20 

Antenna  Efficiency 

± 0.10 

± 0.15 

± 0.15 

± 0.20 

±0.20 

Spec.  Analyzer  Cal. 

Sub  Total 

±1.00 

±1.50 

±1.50 

±1.50 

±1.50 

±1.30 

±1.90 

± 1.95 

± 2.05 

±2.10 

Mismatch 

-2.5  -6.0 

-0.9  -2.4 

-0.4  -0.8 

-1.0  -1.5 

-2.0  -2. 

lb . E-Field  Meas . 

1-cm  Dipole  Probe 

± 1.0 

± 1.5 

± 1.5 

± 2.0 

± 2.0 

2.  Sampling 
Efficiency 
Spatial  Field  Var. 

± 3.0 

± 2.0 

± 1.0 

± 0.5 

± 0.5 

0.5 

Limited  Sample  Size 
(see  [4]) 

±0.1  ±0.3 

±0.2  ±0.5 

±0.3  ±0.7 

±0.3  ±1.0 

±0.3  ±1. 

Sub  Total 

±3.1  ±3.3 

±2.2  ±2.5 

±1.3  ±1.7 

±0.8  ±1.5 

i 

±0.8  ±2.1 

' | I 

3.  Wave  Imped  ^ 1207r  Average  < ±2.0,i  -2.0  < Maximum  < +3.0, 

(see  [4])  i ' ' t 


4.  Input  Power  Var. 

-1.2 

-1.7 

OO 

o 

i 

-1.3 

-1 

.6 

-0 

.5 

-1 

.0 

E-Field  Determined 
Bv  Receiving  Ant. 

Total  Worst 
Case  Error 

-10.1 

+6.4 

-14.3 

+7.6 

-7.8 

+6.1 

-10.1 

+8.9 

-7.3 

+5.3 

-8.1 

+6.7 

-6.4 

+4.9 

-7.6* 

+6.6 

-7.9 

+5.9 

-9.4 

+7.1 

RSS  Error 

-4.8 

+3.9 

-7.5 

+4.7 

-3.7 

+3.5 

-4.6 

+4.3 

-3.5 

+3.1 

-3.7 

+4.0 

-3.2 

+3.0 

-3.6 

+3.9 

-3.8 

+3.0 

-4.3 

+4.2 

E-Field  Determined 
Bv  Dipole  Probe 

Total  Worst 
Case  Error 

-7.3 

+6.1 

-8.0 

+7.3 

-6.5 

+5.7 

-7.3 

+7.0 

-6.4 
+4 . 8 

-6.8 

+6.2 

-5.3 
+4 . 8 

-6.0 

+6.5 

-5.8 
+4 . 8 

-7.0 

+7.0 

RSS  Error 

-4.0 

+3.8 

-4.3 
+4 . 6 

-3.4 

+3.3 

-3.8 

+4.2 

-3.2 

+2.8 

-3.4 

+3.8 

-3.0 

+2.9 

-3.2 

+3.9 

-3.1 

+2.9 

-3.6 

+4.1 
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Table  5.1(a),  Mode -tuned  data  obtained  from  figure  5.1,  giving  rise  times 
and  correction  factors  for  rf  pulses  in  the  RADC  small 
reverberating  chamber  , 

t - Pulse  Width  ; CF  * Correction  Factor 


No  Absorber 

1 

Piece  Absorber 

Freq . 

Nominal 

Rise  Time,  ns 

MAX  PR 

CF 

Rise  Time,  /is 

MAX  PR 

CF 

GHz 

r,  /as 

63% 

90% 

mw 

dB 

63% 

90% 

mw 

dB 

0.9 

3 

.445 

1.139 

531 

0 

.103 

.481 

167 

0 

0.9 

1 

.384 

.687 

500 

0.26 

.094 

.295 

158 

0.24 

0.9 

0.3 

.144 

.227 

320 

2.20 

.088 

.152 

171 

-0.10 

1.3 

3 

.375 

1.075 

408 

0 

.094 

.149 

104 

0 

1.3 

1 

.243 

.493 

317 

1.10 

.095 

.148 

136 

-1.17 

1.3 

0.3 

.152 

.219 

293 

1.44 

.105 

.172 

173 

-2.21 

2.0 

3 

.635 

1.515 

212 

0 

.087 

.337 

22.4 

0 

2.0 

1 

.470 

.786 

206 

0.12 

.134 

.325 

27.3 

-0.86 

2.0 

0.3 

.164 

.252 

67.2 

4.99 

.085 

.144 

22.6 

-0.04 

2.9 

3 

.495 

1.108 

116 

0 

.065 

.166 

19.3 

0 

2.9 

1 

.453 

.833 

116 

0 

.076 

.244 

22.0 

-0.57 

2.9 

0.3 

.111 

.191 

52.7 

3.43 

.067 

.130 

20.8 

-0.33 

4.2 

3 

.721 

1.209 

111 

0 

.161 

.264 

10.5 

0 

4.2 
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.421 

.689 

52.3 

3.27 

.153 

.244 

10.2 

0.13 

4.2 

0.3 
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.208 

25.5 

6.39 

.150 

.219 

11.1 

-0.24 

5.65 

3 

1.111 

2.113 

52.0 
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.130 

.236 

4.18 

0 

5.65 

1 

.411 

.677 

31.1 

2.23 

.135 

.286 

4.88 

-0.67 

5.65 

0.3 

.203 
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18.7 
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-1.13 

8.9 
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16.8 
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.490 

1.39 
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6.24 

4.30 

.113 

.183 

1.23 

0.53 

12 
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.524 

1.195 

8.70 
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.113 

.209 

1.17 

0 

12 
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.482 

.815 

6.85 

1.04 
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1.36 

-0.65 
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.187 
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16 
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3.33 

0 
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.392 

.146 

0 
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1.90 

.100 

.197 

.077 

2.78 

18 

0.3 

.200 

.269 

0.75 

6.47 

.146 

.215 

.081 

2.56 
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Table  5.1(b).  Mode -tuned  data  obtained  from  figure  5.1,  giving  rise  times 

and  correction  factors  for  rf  pulses  in  the  RADC  small 
reverberating  chamber. 

T “ Pulse  Width  * CF  = Correction  Factor 
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Table  5.2(a).  Mode-stirred  data  obtained  from  figure  5.5  giving  rise  tiroes 

and  correction  factors  for  rf  pulses  in  the  RADC  small 
reverberating  chamber. 

r - Pulse  Width  ; CF  s Correction  Factor 


Freq . 
GHz 

Nominal 
T,  MS 

No  Absorber 

1 Piece  Absorber 

Rise  Time,  /is 

MAX  VR 
mV 

CF 

dB 

Rise  Time,  /is 

MAX 

mV 

Vr 

CF 

dB 

63% 

90% 

63% 

90% 

0 

9 

3 

.246 
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447 
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19 
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Table  5.2(b).  Mode-stirred  data  obtained  from  figure  5.5  giving  rise  times 

and  correction  factors  for  rf  pulses  in  the  RADC  small 
reverberating  chamber  ♦ 

T - Pulse  Width  ; CF  = Correction  Factor 
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